IMPORTANT SAFEGUARDS

When using electrical products, especially when
children are present, basic safety precautions should
always be followed.

READ ALL INSTRUCTIONS BEFORE USING

DANGER - To reduce the risk of electrocution:

e Always unplug the SteriShoe® Essential shoe sanitizer
immediately after using.

* Do not use while bathing.

e Do not place or store the SteriShoe Essential where it
can fall or be pulled into a tub or sink.

e Do not place in or drop into water or other liquid.

¢ Do not reach for a SteriShoe sanitizer that has fallen
into water. Unplug immediately.

WARNING - To reduce the risk of burns, electrocution,
fire, or injury to persons.

¢ The SteriShoe Essential should never be left
unattended when plugged in.

e Close supervision is necessary when the SteriShoe
Essential shoe sanitizer is being used by, on, or near
children or invalids.

e Use the SteriShoe Essential only for its infended use
as described in this manual. Do not use attachments
not recommended by the manufacturer.

e Never operate the SteriShoe Essential if it has a
damaged cord or plug, if it is not working properly,
if it has been dropped or damaged, or dropped
into water.

e Keep the cord away from heated surfaces.

¢ Never drop or insert any objects info any opening.
* Do not look at the UV light bullb when it is on.
e Do not use the SteriShoe Essential outside a shoe.

¢ Treat the SteriShoe Essential carefully. You are
placing a fragile light bulb info a shoe.

e |f the SteriShoe Essential does not turn off after
approximately 45 minutes, the fimer may not be
functioning properly. Turn the unit off, disconnect the
power, and please call 1-866-686-Shoe(7463).

e |f the controller light is flashing, inspect the UV light
bulb to be sure that it is not broken. If the light bulb
is broken, DO NOT put your foot into the shoe until
you have removed all of the pieces of the broken
light bulb.

¢ This appliance is not intfended for use by persons
(including children) with reduced physical, sensory
or mental capabilities, or lack of experience
and knowledge, unless they have been given
supervision or instruction concerning use of the
appliance by a person responsible for their safety:.

e Children should be supervised to ensure that they
do not play with the appliance.

Warning: Changes or modifications to this unit not
expressly approved by the party responsible for
compliance could void the user’s authority o operate
the equipment.

SAVE THESE INSTRUCTIONS
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Imporiant Information

DO NOT look at the light from
your SteriShoe® Essential

Avoid

looking ; "
directly at ngraone’r shog son!flzer V\{hen
UV light! it is furned on; it emits UV light

which can be harmful to eyes
and skin. You can fell when the SteriShoe Essential is on
because the indicator on the controller will be blue.

If lights on the controller are flashing, an error has
occurred. The SteriShoe Essential has built-in safety
features to reduce the likelihood of accidental exposure
to the UV light bulb. An error is most likely due to the
activation of a safety feature. See the tfroubleshooting
section for more information.

UV LIGHT BULB CONTAINS MERCURY (HQ). The UV light
bulb contains a tiny metal ball which you may hear
inside the light bulb. This is normail; the light bulb is not
broken. Since mercury is toxic please dispose of the light
bulb in accordance with local disposal laws.

Specifications
SteriShoe Essential ultraviolet shoe sanitizer,
Model: STSH-ESSN-001, 12VDC, 1.2 A

Power Adaptor: Input: 100 -240 V, 50/60 Hz, 0.4A Max. Class VI;
Output: 12V, 15A

UV light bulb: 3W with a peak frequency of 253.7nm.

Correct disposal of this product

This marking indicates that this product should not
be disposed with other household waste. To prevent
possible harm to the environment or human health
from uncontrolled waste disposal, recycle it responsibly
I o promote the sustainable reuse of material resources.
To return your used device, please use the return and collection
systems or contact the retailer where the product was
purchased. They can take this product for environmental safe
recycling. Refer to wwwisterishoe.com for more information.

Warranty Information

Limited One Year Warranty

Warranty coverage: Shoe Care Innovations, Inc. (“SCI)
warrants, to the original purchaser, that this product will be
free of defects in materials or workmanship for a period of
one (1) year* from date of purchase, with the exceptions
stated below.

*The warranty term for UV light bulb is 60 days from the date
of purchase.

What is not covered: This warranty does not cover damage
caused by accident, tampering, improper care, misuse, uses
for which the product was not designed, or other causes not
arising from defects in material or workmanship.

Warranty performance: During the above warranty period,
SCI will repair or replace any part of the product deemed
defective. Contact SCI at 1-866-686-Shoe(7463) to obtain
warranty service or go to www.SteriShoe.com for more
information.

Warranty disclaimers: Any implied warranties arising out of
this sale, including but not limited to the implied warranties
of description, merchantability and fitness for a particular
purpose, are limited in duration to the stated warranty
coverage. In no event shall SCI be liable for loss of use of
this product or for any indirect, special, incidental or
conseqguential damages, or costs, or expenses incurred by
the consumer or any other user of this product, whether due
to a breach of contract, negligence, strict liability in tort or
otherwise. SCI shall have no liability for any personal injury,
property damage or any special, incidental, contingent or
consequential damage of any kind resulting from the use
of this product. Some states do not allow limitations on how
long an implied warranty lasts or the exclusion or limitation
of consequential or incidental damages, so the above
limitation may not apply to you.

Legal remedies: This warranty gives you specific legal
rights and you may also have other rights that vary from
state fo state.
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SteriShoer° Essential paris
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Power button (activates left and right
sanitizers for 45 minutes).

Operating the SteriShoe° Essential

1. Plug power source
into the touchpad.

2. Plug power source into
standard wall outlet
(100-240V).

3. Insert right sanitizer into
right shoe and left
sanitizer info left shoe.

4. Place each sanitizer
and shoe into SteriShoe
bag and tighten
each shoe bag.
(Required for open
shoes such as
sandals.)

5. Press touchpad to

activate both sanitizers.

Note: The fouchpad is not a button. It senses your
finger touching the on/off area.

Inserting/replacing scent pouch

Regular use of scent pouches will help deodorize
and refresh your shoes.

1. Make sure the SteriShoe Essenfial is turned off.
Pull up scent cap.

2. Remove scent cap.
3. Take out scent pouch.
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4. Insert a new SteriShoe scent pouch,
(Remove old one first if installed).

5. Replace scent cap by pressing it back into place.
6. Push scent cap down.

Note: Use only SteriShoe branded scent pouches.
Other scent products may void the warranty.

Indicators and trouble shooting

Indicator light
Solid Blue

Flashing Blue

Situation

The UV lamp is on and
operating normally.

The UV lamp is turning on.

Corrective action

Nonthing. The UV light will
turn off after 45 minutes.

Nothing.

If these corrective action
steps do not resolve

the trouble, please call
customer service toll free
1(866) 686-7463.

Indicator light
Solid Red

Slow Flashing Red

Fast Flashing Red

Situation

Movement has been
detected.

Too much ambient light is
detected.

The UV lamp is not
turning on.

Disclaimers

e The SteriShoe Essential
destroys up to 99.9%
of the targeted
microorganisms.
Targeted micro-
organisms are those
that come in direct
unobstructed contact
with the UV light.

e SteriShoe Essential is
not a medical device
and does not treat a
medical condition. It
kills germs in your shoes
that could come in
contact with your feet.

e UV light may discolor
or degrade some
materials on the inside
of the shoe.

© Shoe Care Innovations,
Inc. 2016

Shoe Care Innovations, Inc.
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Corrective action

Nothing. After
approximately 25
seconds, the UV lamp will
turn back on.

Turn the sanitzers off, cover
the shoe with the SteriShoe
shoe bags and furn the
sanitizers back on.

Turn the sanitizers off, be sure the UV lamp is completely
screwed in and turn the sanitizers on. If this does not
work, switch the lamps between the two sanitzers fo see
if a UV lamp needs 1o be replaced.



